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Future plan

• We checked the data sheet of Hamamatsu’s 3-inch PMT, and it says 
that the after pulse fraction is 2-4%, which is different from my 
measurement.

• I will check it again with another PMT for next week.

• I was working on graduation thesis in this week, so I didn’t make any 
progress.


